Y-SYNC

INSTRUCTION FOR USE



® UIsconnect the HAEIMIUSIAIIC Y- ADAFIUK TTom the guiding catneter and discara.
| Cautions
Tightening the adjustable head knob too much may inhibit movement of the
dilatation catheter and may cause damage to the catheter shaft, as well as prevent
proper inflation and deflation of the balloon catheter. To avoid blurring, use light pressure.
The thread size incorporated in manufacturing HAEMOSTATIC Y- ADAPTOR s 2 start threads
with pitch 5 mm, no other devices can be added or attached to this device.

Do NOT reuse or resterilize.






